INTRODUCTION
Technologies for sealing or attaching devices to tissues without tissue penetration or compression exhibit major limitations, and this has been a barrier for the development of less invasive procedures. Sutures can be technically challenging and time-consuming, especially within a minimally invasive procedure (MIP); can cause local tissue damage; and do not provide an immediate waterproof seal. Existing tissue adhesives have been associated with poor control over adhesion activation, limited adhesion strength, or toxicity (1, 2) .
Minimally invasive reconstructive cardiovascular surgery is being pursued to avoid complications from invasive open-heart procedures and cardiopulmonary bypass (CPB); however, one of the main challenges is the inability to reconnect tissue or attach prosthetic materials in a dynamic environment, such as continuous tissue contractions and blood flow, and in the presence of blood. Furthermore, despite their routine use, sutures and staples are associated with tissue damage caused by deep piercing and ischemia (3) . This becomes critical when addressing friable tissue (for example, after myocardial infarction or in young infants) or structures near specialized tissue, which ensures the function of specific organs (for example, heart conduction system) (4-7).
Current clinically available adhesives, such as medical-grade cyanoacrylate (CA) or fibrin sealant, can be easily washed out under in vivo dynamic conditions and either are toxic or exhibit weak adhesive properties such that they cannot withstand the forces inside the cardiac chambers and major blood vessels (8, 9) . Also, many of these adhesives exhibit "activation" properties that make fine adjustments or repositioning of the devices very difficult. Moreover, many adhesives under development achieve tissue adhesion through chemical reaction with functional groups at the tissue surface, and thus become ineffective in the presence of blood (10) .
We aimed to develop a stable glue precursor that could be applied to wet substrates, without activation or displacement. We were inspired by the insect footpad as well as the viscous secretions from slugs and sandcastle worms that include water-immiscible components that are not easily washed out in aqueous environments; these fluids can thus create stable adhesive bonds underwater (11) (12) (13) . These secretions also displace water and fill gaps on the substrate to maximize transient adhesion via increased contact area and frictional and viscous forces (12) . Synthetic hydrophobic adhesives have been recently developed (12, 14) , including coacervates inspired by sandcastle worm glue that offer practical advantages within wet environments. Towards an approach that addressed key design criteria for cardiovascular applications, we envisioned the use of a biomimetic, stable, water-insoluble precursor that could resist washout in vivo, be cured in situ via light activation, and achieve a water-tight but flexible bond.
Although light-activated adhesives have been described previously (15) (16) (17) (18) (19) , most of these adhesives were hydrophilic, leading to substantial swelling and quick washout in the presence of shear stress (20) . Thus, we turned to a biocompatible and biodegradable hydrophobic prepolymer, poly(glycerol sebacate acrylate) (PGSA), that could be crosslinked using ultraviolet (UV) light. PGSA is composed of two naturally occurring monomers: glycerol, a basic building block of lipids, and sebacic acid, a metabolic intermediate of fatty acids. Both glycerol and sebacic acid exist in U.S. Food and Drug Administration (21) . We hypothesized that by modulating material properties and curing conditions, we could engineer the material to achieve substantial adhesion with soft tissues.
Here, we show that a prepolymer of PGSA mixed with a photoinitiator, comprising the UV cross-linkable hydrophobic light-activated adhesive (HLAA), was not easily washed out from a tissue surface and retained its adhesive strength during prolonged contact with blood. Once activated, the HLAA provided stronger adhesion than standard sealants such as fibrin, even in a highly dynamic environment. We engineered this soft and elastic material for maximal adhesion and demonstrated its effectiveness for the closure of challenging cardiovascular defects in both small and large animal models. The large animals used here replicate human surgical procedures commonly performed, such as repair of blood vessel lacerations or closure of wall defects within the heart.
RESULTS
Engineered HLAA tissue adhesion Before curing, the HLAA was a highly viscous, water-immiscible prepolymer that could be spread easily over a surface (Fig. 1A) . Rheological characterization confirmed the viscous behavior of the material (fig. S1A). Minimal changes in viscosity were observed for different shear rates: a viscosity change from 15.4 ± 0.8 Pa·s to 9.8 ± 1.4 Pa·s (fig. S1B). Upon exposure to UV light in the presence of a photoinitiator, cross-linking occurred and the HLAA became a flexible polymeric film (Fig. 1, A and B) .
Initially, multiple compositions of the HLAA were evaluated to maximize adhesive strength under wet conditions. A controlled test apparatus was established to assure consistent compression of the HLAA-coated patch against cardiac tissue during curing (Fig. 1C) . We found that 0.5 mol of acrylate groups per 1 mol of glycerol molecule in the prepolymer, as determined through nuclear magnetic resonance (NMR) imaging, provided the strongest adhesion to cardiac tissue (fig. S2). A low degree of acrylation resulted in cohesive failure of the material at lower forces owing to its limited cross-linking. For a degree of acrylation of 0.5 mol/mol glycerol, the polymeric networks generated were elastic and could be cyclically compressed for at least 100 cycles (Fig.  1B) , with minimal changes in the compression modulus of the material. The cured HLAA had a compression modulus of 3.8 ± 0.8 MPa (n = 4) during the first cycle of compression. The modulus increased to 4.2 ± 0.6 MPa for the second compression and remained relatively constant for subsequent cycles (Fig. 1B) .
The capacity of the HLAA to secure prosthetic patch materials was evaluated through pull-off adhesion testing (Fig. 1C) . Poly(glycerol sebacate urethane) (PGSU) (22) was selected as patch material given its superior UV light transparency ( fig. S3 ). Curing times, light intensities, and preload during the curing process were varied to determine optimal conditions for maximal adhesive strength. The HLAA reached its maximum adhesion force after 5 s of UV light exposure, when using a light intensity of 0.38 W/cm 2 ( Fig. 1D ). For these curing conditions, the HLAA had about 50% of the adhesive strength of CA and was about 275% stronger than a commercially available fibrin sealant (Fig. 1D ). In addition, no significant differences were found between the in vivo adhesive strength of CA-and HLAA-coated patches after 2 days of attachment to the epicardium in a rat model (Fig. 1E) .
The HLAA networks were evaluated through Fourier transform infrared (FTIR) before and after 5 s of UV curing. The intensity of the peak at 1635 cm −1 , corresponding to the absorption of acrylate groups, decreased upon exposure to UV light ( fig. S4 ), indicating polymer crosslinking. Upon variation of the light intensity, no major difference in adhesive strength was observed ( fig. S5A ). Thus, a light intensity of 0.38 W/cm 2 was selected for the remainder of this study. Increasing preload correlated with an increase in adhesive strength ( fig. S5B) , likely owing to the displacement of water and enhanced contact between patch and tissue surface. A compressive force of 3 N was selected for the remainder of this study given our ability to apply this compression in vivo and to ensure tight contact between patch and tissue during the curing process. Maximal adhesion was obtained when a 200-mm-thick layer of HLAA was applied to the patch, and increasing the HLAA thickness did not affect adhesion ( fig. S5C ).
The versatility of the HLAA was explored for clinically available patch materials, such as bovine pericardium, porcine small intestine submucosa, and polyethylene terephthalate. After 5 s of curing, the measured pull-off adhesion forces against fresh epicardium were lower for these materials than for PGSU patches (Fig. 1F ), but could be increased by curing for 30 s.
A major advantage of using an in situ curable adhesive is the possibility to activate the prepolymer with an external stimulus once correctly positioned. However, while navigating to the targeted site, adhesive washout can occur upon contact with blood or other fluids and potentially compromise its efficiency. This is especially relevant if adhesivecoated patches are exposed to blood flow. Thus, we evaluated the resistance of CA-and HLAA-coated patches in an experimental setup that mimicked dynamic exposure to blood before adhesion testing ( fig. S6A ). CA was immediately activated upon contact with blood, losing its ability to adhere to its intended substrate. In contrast, after exposure of the HLAA prepolymer to flowing blood, no significant washout ( fig. S6B ) or change in adhesion strength (Fig. 1G ) was observed.
The interaction between the HLAA and biological tissues The interaction of the HLAA with biological tissue was evaluated ex vivo through Masson's trichrome (MT) staining and scanning electron microscopy (SEM) of the interface between the HLAA adhesive and cardiac tissue (Fig. 2, A and B ). According to both techniques, the HLAA adhesive appears to infiltrate into the upper layer of the cardiac tissue. The SEM images revealed that upon fracture, the adhesive remains entangled within the collagen fibers. To confirm how the HLAA interacts and adheres to the tissue surface, we performed adhesion tests of the HLAA against functionalized coverslips with collagen. The HLAA showed strong adhesion against collagen-coated slides (Fig. 2C) . Additionally, adhesion testing was performed against the adventitia of porcine carotid artery (Fig. 2D) given its similar chemical composition to the epicardium (that is, collagen), yet it exhibits a thicker layer of loose connective tissue that may favor interlocking. Despite the similar chemical composition, adhesion strength was higher for the adventitia than for the epicardium.
In vivo biocompatibility study
In vitro studies showed that the HLAA networks have a similar cytocompatibility profile to fibrin glue and improved when comparing with CA glue ( fig. S7 ). To evaluate the in vivo biocompatibility and the adhesive potential of the HLAA under wet and dynamic conditions, we coated PGSU patches with the HLAA and attached them to the rat heart epicardium in vivo (Fig. 3A) . For these studies, HLAA disinfection was based on the use of organic solvents during processing. HLAA-and CAcoated patches were attached to the epicardial surface of the rat heart (HLAA, n = 8; CA, n = 7). Patch repositioning was not possible for CA because it immediately cures upon contact with water. In contrast, owing to its "on-demand" polymerization and adhesion via UV light exposure, the HLAA-coated patches could be repositioned in situ at any time before activation.
After 7 days of implantation, 100% of the patches were attached in both groups (n = 3 per group). After 14 days of implantation (HLAA, n = 5; CA, n = 4), the degree of necrosis and inflammation was significantly less in the HLAA group compared to that in the CA group (Fig. 3 , B and C). The nature of the inflammatory reaction was similar in the two groups. There were predominantly lymphocytes and macrophages surrounding the patches at 7 and 14 days. In contrast to CA, the infiltrate was reduced in size at 14 days for the HLAA. Cardiac function, determined by echocardiography, did not change over the course of the study for either group ( fig. S8A ).
Functional closure of transmural left ventricular wall defects
To further evaluate the adhesive potential of the HLAA, in particular its ability to achieve a hemostatic seal under dynamic conditions in the presence of blood and systemic pressures, we established a rat model of a transmural left ventricular (LV) wall defect (Fig. 3D) . HLAA-coated patches were used to close LV wall defects in vivo in one animal group (n = 19) (movie S1), and this was compared to conventional suturebased closure in a control group (n = 15). Successful closure of the LV wall defect was achieved in 17 of 19 animals that received the HLAA-coated patch, with 1 additional animal dying of bleeding complications on the fourth postoperative day. The three instances where the patch was not secured resulted in part from the inability to center the small (6-mm diameter) patch over the rapidly moving 2-mm defect.
The heart rate of rats is six-to sevenfold higher than that of humans (23); thus, we do not anticipate that this will be a significant issue for clinical translation. Closure of the transmural wound with sutures was successful in 14 of 15 cases. The unsuccessful case was due to depressed LV function postoperatively. Although echocardiographic analysis 28 days after LV puncture and closure revealed a reduced cardiac function in the area of the transmural LV wall defect, there was no significant difference in global cardiac function between the experimental groups ( fig. S8B ). Tissue scarring, with accumulation of organized collagen, was visible in both groups as a result of tissue damage to the tissue during defect creation (Fig. 3E) .
Attachment of HLAA-coated patch to the septum of the beating heart To demonstrate the ability of the HLAA to be used in the setting of beating heart intracardiac procedures, such as closure of ventricular septal defects, we developed a technique to attach a patch coated with the HLAA onto the interventricular septum of a pig's beating heart in vivo. We used a patch delivery system that consisted of a nitinol frame and a patch that could be released by withdrawing the nitinol wires holding the patch to the frame (Fig. 4A and fig. S9 ) (24) . HLAA-coated patches (diameter, 10 mm) were then attached on the interventricular septum of the beating heart.
Successful attachment of the patch was achieved in all four animals tested with this device. Two animals were followed for 24 hours. No displacement of the patch could be detected by echocardiography before sacrifice (n = 2) (Fig. 4B) . Epinephrine was administered in the other two animals 4 hours after patch placement, followed by sacrifice. Supranormal heart rate and blood pressures were achieved: The peak heart rate averaged 186 beats per minute (range, 173 to 200 beats per minute), and the peak systolic blood pressure averaged 204 mmHg (range, 166 to 236 mmHg) (n = 2). The patch remained adherent to the tissue under this extremely dynamic environment (movie S2). Upon heart explantation, the patches were found to be affixed to the septum in all four animals, as confirmed by the stable patch position on the septum upon explantation (Fig. 4C) . Histological analysis at 24 hours (Fig. 4D) revealed the formation of a fibrin capsule around the patch.
Closure of carotid artery defects with the HLAA The use of the HLAA is not limited to the attachment of patches for defect closure. If the defect size allows, the HLAA polymer can be used on its own to create a leakproof seal. To study this, we evaluated the in vitro burst pressure strength of the HLAA on explanted porcine carotid arteries. The defect (length, 3 to 4 mm) was covered with the viscous HLAA prepolymer followed by curing without application of pressure during curing (Fig. 5A) . The average burst pressure was 203.5 ± 28.5 mmHg, which was greater than physiological systolic arterial pressure in humans (90 to 130 mmHg). Defects (2-mm diameter) were then created in vivo in the carotid artery of four pigs. These defects were closed with the HLAA without a patch (Fig. 5B) . All animals survived the procedure. Postoperative bleeding at 24 hours was not detected in any of the animals. Doppler imaging revealed blood flow 24 hours after sealing with HLAA (Fig. 5C ). No thrombus formation was identified upon vessel explantation, and the adjacent endothelium was intact, as confirmed by H&E staining of the carotid arteries (Fig. 5D) . We determined the thrombogenic potential of the HLAA and PGSU and compared to a thrombogenic material (glass). A lactate dehydrogenase assay was used to determine platelet attachment. HLAA exhibited 46% less platelet adhesion, and PGSU patches exhibited 65% less platelet adhesion compared to glass (Fig. 5E ).
These data are in line with previous reports for the hemocompatibility of PGS (25) .
DISCUSSION
We have developed an HLAA-based polymer that is nontoxic and bonds strongly to wet tissues and polymer surfaces even in the presence of blood. Owing to its optimized viscous and hydrophobic properties, the HLAA prepolymer exhibited minimal surface washout upon exposure to blood flow. Moreover, UV light activation permitted repositioning of the patches after delivery. Rapid curing helped to avoid exposure to high temperatures that can result from the UV light source. In contrast, there are no clinically available nontoxic surgical glues that can strongly bond tissues and that work on wet environments (2) . Existing adhesives are associated with significant toxicity [for example, CA and bovine serum albumin (BSA)-glutaraldehyde] (26), low adhesive strength (for example, fibrin), or incompatibility with MIP. This incompatibility is due to the lack of control over the curing mechanism (that is, contact with water for CA, mixing two reactive components in situ for fibrin, and BSA-glutaraldehyde glues), which makes patch or device repositioning impossible. Often, physicians need to readjust the position of devices after delivery, especially in MIP with imaging guidance. Another challenge is the hydrophilicity of many adhesives, because they are easily displaced in the presence of flow. Other adhesives based on waterinsoluble patch materials (for example, chitosan) are activated through the conversion of near-infrared radiation to thermal energy. However, the high temperatures generated (>60°C) produce tissue damage (27) . The soft, elastic nature of the HLAA (compression modulus of~3 MPa and a tensile modulus of~1 MPa) (21) and the patch material used (tensile modulus of 5 MPa) combined with their low swelling in physiologic solutions (21, 22 ) is relevant for human soft tissue applications because it avoids tissue compression and friction that can induce damage (28) . Cured HLAA exhibits mechanical properties similar to arteries and the gastrointestinal tract (29, 30) . In contrast, CA exhibits a tensile modulus of 500 MPa, whereas fibrin gels have a compression modulus of 40 kPa and a limited ultimate strength that has led to leakage in human clinical applications (8, 31). The HLAA achieved its maximum adhesive strength at the specific degree of acrylation of 0.5 mol/mol glycerol, revealing the importance of optimizing the viscoelasticity of the material. The free hydroxyl groups in the polymeric network may also contribute to hydrogen bonding (32) . Similar properties are relevant for other adhesives, for example, the performance of pressure-sensitive adhesives results from the balance between fluidic properties, cohesion, and noncovalent bonding (33, 34) . The intimate contact between the HLAA and collagen fibers presented on the cardiac surface is a relevant characteristic of strong tissue adhesives (10, 35) . We cannot exclude the contribution to adhesion of covalent bonding because of the radicals generated during the curing process (36) , or hydrogen bonding owing to the presence of free hydroxyl groups in the polymeric network (32); however, the entanglement we observed through SEM imaging between the HLAA and collagen suggests that interlocking may play a major role.
The HLAA demonstrated excellent in vivo biocompatibility, which is crucial for an adhesive developed for internal use. In contrast, CA generated significant necrosis and tissue inflammation, as shown previously (8) . The HLAA was evaluated in multiple functional in vivo models to demonstrate its effectiveness, biocompatibility, and applicability in cardiovascular surgery. The HLAA (21) and PGSU patch materials exhibited controllable in vivo degradation (22) . Possible degradation products include glycerol, sebacic acid, products derived from the photoinitiator, as well as diamines resulting from the degradation of urethane groups in the patch material. Because the material's synthesis methods are solvent-based (dichloromethane and ethyl acetate are used for the PGSA synthesis), quantification of their residual levels will be required for human application. Nevertheless, the HLAA was biocompatible, supporting long-term closure of the LV wall defect.
HLAA, by itself or in combination with a patch, created a hemostatic seal that was stable in dynamic environments and resisted systemic pressures. The HLAA could also be combined with multiple patch materials by adjusting the curing time, which increases its range of applicability. The ability of the HLAA prepolymer to maintain its adhesive capacity upon exposure to blood also opens new avenues in transcatheter interventional procedures and MIP. HLAA-coated patches could be delivered into the LV and attached to the interventricular septum through a minimal invasive technique and resisted extreme conditions characterized by supraphysiological heart rates and arterial pressures. Our experience with the HLAA-based patch attachment contrasts with reports using other adhesives, such as CA or BSA-glutaraldehyde glue (4) , that require invasive open procedures, the use of sutures, and tissue drying before adhesive application. Longer-term experiments will be necessary to examine reendothelization in the carotid artery pig model and the overall performance of the adhesive patch in the intracardiac model. Although additional studies will be needed to confirm, patch dislodgment is unlikely after the establishment of a fibrous capsule that encases the patch (37).
The described HLAA should be useful to reduce the invasiveness of surgical procedures, reduce operative times, and consequently improve the outcome of cardiovascular procedures. This will be especially useful for pathologies that involve friable or specialized, delicate tissue. Moreover, the HLAA might offer a new practical and useful option for tissue repair or approximation in a wide variety of MIPs. Future work should focus on a better understanding of the adhesion mechanism for the HLAA to guide the design of next-generation formulations. Fine-tuning the material properties to enable delivery through small-bore needles, while ensuring minimum washout, will also be necessary. In addition, it would be beneficial to explore the incorporation of bioactive molecules for controlled release applications. For translation into humans, additional safety and toxicity studies may be required. Here, we show that the HLAA has good hemostatic properties, even with large vessel defects. Therefore, the first step for human testing could be as hemostatic agent for suture line bleeding or small lacerations. For its use in vascular anastomosis, tissue-to-tissue approximation, or attaching devices or patches to the heart, additional long-term studies may be needed to demonstrate safety and efficacy.
MATERIALS AND METHODS

Study design
The aim of this study was the development of a tissue adhesive for MIP. It was hypothesized that a hydrophobic and in situ activatable material would be advantageous because of minimum washout and controlled adhesion. In vitro work was performed to optimize the chemical composition and curing conditions of the HLAA material to maximize its adhesive and material performance compared to commonly used tissue adhesives. The application of the HLAA was explored in the context of cardiovascular surgery, because this is one of the most challenging fields in MIP due to the dynamic environment and presence of blood. The cardiac biocompatibility of the HLAA was assessed, and the results of this study were analyzed by a blinded pathologist. The ability of HLAA-coated patches and HLAA alone to provide a leak-proof seal was tested in small and large animals that were randomly selected for each experimental group. Finally, we showed that HLAA-coated patches can be deployed and attached under echo guidance, demonstrating its potential for MIP.
Synthesis of the HLAA All chemicals were acquired from Sigma-Aldrich and used as received, unless specified otherwise. A PGS prepolymer was prepared through polycondensation of equimolar amounts of glycerol and sebacic acid (38) . The formed prepolymer had an approximate weight average molecular weight of 5500 g/mol, determined through gel permeation chromatography (Viscotek TDA 305 with Agilent 1260 pump and autosampler, Malvern Instruments). The prepolymer was acrylated and purified as described (21) . Briefly, PGS prepolymer was solubilized in dichloromethane in the presence of triethylamine and cooled to 0°C followed by the addition of acryloyl chloride. The mixture was allowed to react overnight. The material obtained was solubilized in ethyl acetate, filtered, and dried under vacuum at 40°C. The HLAA prepolymer was mixed with the photoinitiator Irgacure 2959 (0.2%, w/w) (39) and cured with a spot-curing UV light source (OmniCure S1000, Lumen Dynamics Group Inc.) equipped with a filter in the range of 320 to 390 nm. This wavelength range has been previously used to promote the encapsulation of cells in photocurable materials, with minimal cytotoxicity (40) . The curing time was 5 s, and the light intensity was 0.38 W/cm 2 unless otherwise specified. Chemical and mechanical characterization of the resulting polymer is described in the Supplementary Materials and Methods.
PGSU patch synthesis A PGSU patch was synthesized as described in the Supplementary Materials (22) .
Adhesion testing
Pull-off adhesion testing (at 90°) was performed on an ADMET eXpert 7601 universal tester with fresh porcine epicardial tissue. The tissue was kept in phosphate-buffered saline to assure that it remained wet during testing. Unless specified, a PGSU patch was used for testing and was about 200 mm thick and 6 mm in diameter. A thin layer of the HLAA, with a thickness of about 200 mm, was applied to the patch material before adhesion testing. During the curing process, a compressive force of −3 N was applied to the HLAA-coated patch with a nonadhesive material (borosilicate glass rod 9 mm in height) connected to the UV with standard adhesive tape around both the glass rod and the light guide. The interposition of the borosilicate glass rod facilitates the release of the curing system from the patch without disturbing the patch/adhesive-tissue interface. The pull-off procedure involved the controlled application of a preload (−1 N) to the adherent PGSU patch followed by grip separation at a rate of 8 mm/min, causing uniform patch detachment from the tissue surface. Adhesion force was recorded as the maximum force observed before adhesive failure, when a sharp decrease in the measured stress was observed.
The adhesive forces of fibrin (TissuSeal, n = 4) and CA (Dermabond, n = 3) coatings on PGSU 1:0.5 patches were measured. The effect of curing time (1, 5, and 30 s; n = 4 per condition) on the adhesive strength of the HLAA was tested. Adhesion of different patch materials used in cardiovascular surgery (Supple Peri-Guard, CorMatrix, and Dacron; n > 4 per patch material) was also tested. To examine the ability of adhesives to resist washout and cure after exposure to flowing blood, PGSU patches coated with HLAA prepolymer or CA were exposed to heparinized blood for 5 min in an incubated shaker at 500 rpm and 37°C (n = 3) followed by pull-off adhesion testing. The adhesive strength of PGSU patches coated with uncured HLAA or CA against wet epicardial tissue was used as a control.
Evaluation of the interaction of the HLAA with biological tissues
The adhesion of HLAA-coated PGSU patches on functionalized glass collagen (BD Biosciences) was examined through pull-off testing as described above. Unmodified glass surfaces served as a control. In addition, HLAA-coated patches were attached to fresh pig epicardial tissue, and MT staining was performed to characterize the tissue-material interface.
We performed freeze fracture of heart tissue with attached HLAAcoated PGSU patches to further examine the interaction. Samples were prepared as described in the "Adhesion testing" section. The prepared samples were fixed in Karnovsky fixative [0.1 M phosphate buffer, 2% paraformaldehyde (PFA), 2.5% glutaraldehyde, final pH 7.2] overnight, dehydrated with ethanol, and critical-dried before fracture. The dried samples were manually fractured and sputter-coated with platinum for SEM (AMRAY AMR-1000).
Animals
Male Wistar rats (300 to 350 g, Charles River Laboratories International) and Yorkshire pigs (70 to 80 kg for the intracardiac study and 40 to 50 kg for the vascular study, Parsons EM & Sons Inc.) were used. The in vivo studies were conducted in accordance with the Guide for the Care and Use of Laboratory Animals. Euthanasia of rats and pigs was performed with CO 2 and Fatal-Plus, respectively. The animal protocols were reviewed and approved by the Animal Care Committee at Boston Children's Hospital.
Functional closure of LV wall defects with HLAA-coated patches in a rat model Preoperative echocardiography, anesthesia, and surgical preparation were performed as described in the Supplementary Materials. After exposure of the LV, a transmural LV wall defect was created with a 2-mm puncher (Integra Miltex). Before defect creation, a purse-string suture was applied at the desired position to prevent bleeding. The defects were closed with an HLAA-coated PGSU patch (diameter, 6 mm). Subsequently, the purse string suture was removed. In some cases, an immediate hemostatic seal was not achieved because the patch was not exactly centered over the defect and bleeding at the edges of the patch was observed. To achieve a complete seal, additional glue was applied to the edges of the patch with a pipette tip and then cured for 5 s (movie S1). A separate group of animals underwent purse-string suture closure of the LV wall defect without the HLAA. Postoperative echocardiography and euthanasia were performed after 7, 28, 90, and 180 days (HLAA: n = 2 with initial unsuccessful closure, n = 5 for 7 and 28 days, n = 4 for 90 days, and n = 3 for 180 days; sutures: n = 4 for 7, 28, and 90 days, n = 3 for 180 days). Hearts were explanted and fixed in 4% PFA, and H&E and MT staining were performed.
Intracardiac delivery and attachment of HLAA-coated patches in a pig model Anesthesia and surgical preparation were performed as described previously. Briefly, a left thoracotomy in the fifth or sixth intercostal space was performed to expose the heart. The entire procedure was performed without CPB. Two-dimensional (2D) and 3D epicardial echocardiography with an X4 matrix probe on a SONOS 7500 system (Philips Medical Systems) was used for imaging inside the beating heart. HLAA-coated patches (diameter, 10 mm) were attached to the ventricular septum with a specifically developed technique.
Two animals were monitored for 4 hours after the procedure. An epinephrine bolus was then administered, and patch position was monitored via echocardiography to evaluate the effect of elevated blood pressure and heart rate. After this, the animals were euthanized for histological analysis. Another two animals were monitored for 24 hours and then euthanized. The hearts were explanted and fixed with 4% PFA, and H&E staining was performed.
Closure of carotid artery defects with the HLAA in vitro and in vivo In vitro burst pressure testing was performed on freshly explanted swine carotid arteries (n = 3). Briefly, one end the vessel was connected to a syringe driver and a pressure transducer (Honeywell T&M), and the other end was closed with a custom-made plug. A 3-to 4-mm longitudinal incision was made in the vessel wall. The incision and surrounding vessel wall (covering an area of~1 cm 2 ) were coated with the HLAA and cured for 20 s without pressure application. Saline was infused at 60 ml/min, and the burst pressure was recorded (eXpert 3600 Biaxial, ADMET).
For the in vivo study, animals (n = 4 pigs) were anesthetized as described above. Ultrasound with color Doppler of the left carotid artery was performed preoperatively to confirm normal blood flow. The left neck was then incised, and the carotid artery was exposed and controlled proximally and distally with vascular clamps. A 2-mm longitudinal incision was made in the vessel. The incision was closed with the HLAA as described above. The vascular clamps were released, and the carotid artery was inspected for up to 10 min to detect bleeding. After 24 hours of monitoring, ultrasound with color Doppler was performed to evaluate blood flow. Subsequently, the animals were euthanized, and the carotid artery was fixed with 4% PFA. H&E staining was performed on cross sections of the center and edges of the defect.
Statistical analysis
Data are expressed as means ± SD. Graphs were created by the GraphPad Prism software. Statistical analysis was performed with SigmaStat software. For in vitro adhesion tests, three independent experiments were performed and the mean value was determined. The KolmogorovSmirnov normality test was used for assessing normality. In addition, equal variance was evaluated with the f test. One-way ANOVA with post hoc Tukey testing was used to examine statistical differences between multiple groups. Unpaired t test was used to examine statistical differences between two independent groups. For the data set obtained in the experiment aiming to evaluate the adhesion of different HLAAcoated patch materials exposed for 5 or 30 s to UV light, equal variance could not be confirmed. Therefore, the Mann-Whitney rank sum test for independent groups was performed. Results were considered significant when a P value of ≤0.05 was obtained.
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